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Accepted 25 November 2015Background:Walking down slopes and/or over uneven terrain is problematic for unilateral trans-tibial amputees.
Accordingly, ‘ankle’ devices have been added to some dynamic-response feet. This study determined whether
use of a microprocessor controlled passive-articulating hydraulic ankle–foot device improved the gait biome-
chanics of ramp descent in comparison to conventional ankle–foot mechanisms.
Methods: Nine active unilateral trans-tibial amputees repeatedly walked down a 5° ramp, using a hydraulic
ankle–foot with microprocessor active or inactive or using a comparable foot with rubber ball-joint (elastic)
‘ankle’ device. When inactive the hydraulic unit's resistances were those deemed to be optimum for level-
ground walking, and when active, the plantar- and dorsi-ﬂexion resistances switched to a ramp-descent mode.
Residual limb kinematics, joints moments/powers and prosthetic foot power absorption/return were compared
across ankle types using ANOVA.
Findings: Foot-ﬂat was attained fastest with the elastic foot and second fastest with the active hydraulic foot (P b
0.001). Prosthetic shank single-support mean rotation velocity (p=0.006), and the ﬂexion (P b 0.001) and neg-
ative work done at the residual knee (P = 0.08) were reduced, and negative work done by the ankle–foot in-
creased (P b 0.001) when using the active hydraulic compared to the other two ankle types.
Interpretation: The greater negative ‘ankle’ work done when using the active hydraulic compared to other two
ankle types, explains why there was a corresponding reduction in ﬂexion and negative work at the residual
knee. Theseﬁndings suggest that use of amicroprocessor controlled hydraulic footwill reduce the biomechanical
compensations used to walk down slopes.
© 2015 The Authors. Published by Elsevier Ltd. This is an open access article under the CC BY license
(http://creativecommons.org/licenses/by/4.0/).Keywords:
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Joint kinetics1. Introduction
The majority (~85%) of clinically available prosthetic feet are con-
nected to the shank-pylon via a rigid, non-articulating means of attach-
ment. During overground gait such feet facilitate attainment of foot-ﬂat
following initial contact via simulated plantar-ﬂexion,which is achieved
by deformation of the foot's heel (comprising of cushioning material or
of a leaf-spring keel). When walking down a ramp/slope the heel is un-
able to deform sufﬁciently to achieve foot-ﬂat, and as a consequence
knee ﬂexion is increased (Fradet et al., 2010; Vickers et al., 2008). Al-
though increased knee ﬂexion helps the prosthetic foot attains foot-
ﬂat it also potentially reduces knee stability because of the increased
load it places on the residuum (Perry et al., 1997; Vickers et al., 2008).
This likely explains why individuals with a unilateral trans-tibial ampu-
tations (UTAs) ﬁnd ramp descent problematic (Vickers et al., 2008;
Vrieling et al., 2008). The amount of residual-knee ﬂexion needed to).
. This is an open access article underachieve foot-ﬂat, can be reduced by using a foot with a more compliant
heel. However, while an increase in heel compliance may be beneﬁcial
for ramp descent, an increase in compliance has been demonstrated to
increase the ‘braking effect’ exerted by the prosthetic limb during
weight acceptance in level-ground gait (Fey et al., 2013; Silverman
and Neptune, 2012). This braking effect occurs because deformation of
the heel section creates resistance to forwards shank rotation, which
in turn slows the forward velocity of the whole-body centre of mass
during early- to mid-stance on the prosthetic side (De Asha et al.,
2014). Rather than having a more compliant heel, attainment of foot-
ﬂat when descending ramps can be achieved using a prosthetic foot
that allows articulation at its point of attachment (i.e. has an ankle
mechanism). A simple ankle device is achieved by incorporating a
rubber-snubber at the point of attachment. Subjective assessment has
highlighted that walking down slopes is perceived to be easier when
using such a foot (Su et al., 2010). Recently, prosthetic ankle–foot de-
vices allowing hydraulically damped (passive) articulation between
the foot and shank-pylon have become clinically available. One such de-
vice (Echelon; Chas. A Blatchford and Sons, Ltd., Basingstoke, UK), hasthe CC BY license (http://creativecommons.org/licenses/by/4.0/).
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duce compensatory intact side kinetics and thebraking effect exerted by
the prosthetic limb in level-ground gait in active UTAs when compared
to using a device with either a non-articulating or rubber-snubber
means of attachment (De Asha et al., 2013a,b, 2014; Johnson et al.,
2014; Portnoy et al., 2012). More recently, a passive hydraulic ankle-
foot device incorporatingmicroprocessor control (MPC) has been intro-
duced (Elan; Chas. A Blatchford and Sons, Ltd., Basingstoke, UK). This de-
vice has sensors that determine the angle of the terrain beingwalked on
and the cadence of walking. This information is used to automatically
alter the hydraulic damping to pre-deﬁned settings so as to facilitate a
more optimal foot-ground interaction for the current terrain or ca-
dence: one such setting being a ‘ramp descent’ mode. According to the
manufacturer, when in this mode the resistance to plantar-ﬂexion fol-
lowing initial contact is reduced to facilitate attainment of foot-ﬂat,
and dorsi-ﬂexion resistance is increased in order to control the rate of
subsequent forwards shank rotation as body weight is transferred
onto and over the prosthetic foot. Attaining foot ﬂat without the need
for compensatory knee ﬂexion should improve residual knee stability
during loading-response, while controlling the rate at which the shank
rotates forwards over the limb should prevent UTAs ‘falling’ forwards
during single-support; thus improving dynamic stability (Perry et al.,
1997). Use of such a device should therefore improve ramp descent gait
biomechanics over using feet with elastically controlled ‘ankle’ articula-
tion. In previous studies that have investigated whether ramp descent is
improved using an adaptive prosthetic foot, UTAs used a Proprio-Foot
(Ossur, Reykjavik, Iceland) (Agrawal et al., 2015; Darter and Wilken,
2014; Fradet et al., 2010). This device incorporates a MPC actuator at the
ankle thatpushes the foot intoplantar-ﬂexionduring swingbut thedevice
allows no passive ‘ankle’ articulation during stance. Findings indicate that
having theMPC actuator active hadminimal impact on gait biomechanics
but it did result in UTAs reporting feeling ‘safer’ (Fradet et al., 2010). Also,
use of a Proprio-Foot, in comparison to using a participant's habitual foot,
led to increased symmetry in the work done on the whole-body centre
of mass by the vertical ground reaction force (GRF) from each limb
(Agrawal et al., 2015), and reduced the energy costs of ambulation
(Darter and Wilken, 2014). The later ﬁnding occurred irrespective of
whether the MPC actuator was active or inactive, which suggests it must
have been due to factors unrelated to the ‘adaptive ankle’ function.
The present study determined if use of an Elan foot improves the gait
biomechanics of ramp descent in UTAs. Active UTAs repeatedly
descended a ramp using an Elan with the microprocessor active
(MPC) or inactive (non-MPC). The foot incorporates a hydraulic ankle
device allowing passive articulation during stance of up to 6° of
plantarﬂexion and up to 3° of dorsiﬂexion.With themicroprocessor ac-
tive the hydraulic resistances automatically switch to settings deemed
to be optimum for ramp descent (seemethods). With themicroproces-
sor inactive, the hydraulic resistances to plantar- and dorsi-ﬂexion de-
fault to the settings determined as being optimum for each individual
user during overground customary speed walking. To determine how
use of anMPChydraulic foot compares to using a footwith elastically ar-
ticulating ankle device, participants also completed trials using an Epirus
foot (Chas. A Blatchford and Sons, Ltd., Basingstoke, UK). The Epirus has
an ankle device incorporating a spherical rubber-snubber, which pro-
vides multi-axial articulation. The device has the ability to plantarﬂex
up to 15° while dorsiﬂexion is restricted by a ‘hard stop’ within the
mechanism. Both the Elan and Epirus use a uniform dynamic-response
foot; meaning the only difference across prosthetic conditions was the
‘ankle’ articulation resistance. It was hypothesised that the attainment
of foot-ﬂat would occur sooner using the MPC and elastic device com-
pared to non-MPC device, then following foot-ﬂat the shank's forwards
rotation during prosthetic limb single-support would be slower when
using the MPC device compared to non-MPC device and slower still in
comparison to the elastic device. In addition, because of theMPC device
exerting increased control over forwards shank rotation during early- to
mid-stance, it was hypothesised that use of this device would also leadto a reduction in residual-limb knee ﬂexion during early stance, and as a
consequence reduce the magnitude of the stance-phase joint moment
and amount of mechanical power absorbed at the residual-knee during
single-support, in comparison to that observed using the non-MPC de-
vice, and reduced further still to that observed using the elastic device.
2. Methods
2.1. Participants
Nine male adults with a unilateral trans-tibial amputation (mean
(SD), age 41.2 (12.9) years, height 1.76 (0.06) m, mass 74.14 (15.7) kg,
time since amputation 7.5 (6.4), range 2.5–22.9 years) participated in
the study. All were classed as at least K3 on the Medicare scale. Four
habitually used an Elan, four an Echelon VT (Chas. A Blatchford and
Sons, Ltd., Basingstoke, UK; this foot incorporates an ‘ankle’ device
that is equivalent to an ElanwithMPC inactive) and one a Re-ﬂex Rotate
(Ossur, Reykjavik, Iceland): thus all were familiarised to using an
articulating ankle–foot device. The study was conducted in accordance
with the tenets of the Declaration of Helsinki and approval was gained
from the Institutional Committee for Ethics in Research.
2.2. The ramp
The ramp (5 degree incline) was custom made, with a 2.8 m long
and 1mwidewalking surface: a raised surface at its upper endprovided
a ‘lead on’ to the decline (Fig. 1). Themiddle section of the rampwas po-
sitioned over a force-platform. This middle section incorporated an in-
clined solid block (chip-board) that was bolted onto the platform
surface. The top surface of the block was ﬂush with the surface of the
ramp, and there was a 2 mm gap between the block (all sides) and
the rest of the ramp (which was secured to the ﬂoor). The ramp and
block surfaces were painted with grey anti-slip paint.
2.3. Prosthetic conditions
Ramp descent trials were completed in two blocks; with block order
counterbalanced across participants. In one block participants used an
Epirus foot and in the other they used an Elan foot. For the block using
the Elan foot, trials were undertaken, in random order, with the
micro-processor being active (MPC) or inactive (non-MPC). Participants
were ‘blinded’ to which mode the device was in. When active, the de-
vice normally requires at least two steps before it switches to its ramp
descent mode. However, in the present study, in order to ensure the
Elan foot was in the ramp descent mode, it was remotely triggered
into this mode at the start of a trial via Bluetooth connection with the
foot's microprocessor.
All prosthetic alterations were made by the same experienced pros-
thetist. When swapping between Elan and Epirus foot types, everything
about the prosthesis was kept as near to constant as possible. The over-
all length, socket, suspension, and shank alignment were unchanged
across foot types (as were the size and stiffness of the heel and forefoot
keels). The Elan foot has nine damping settings for each of the two hy-
draulic cylinders that control separately the rates of plantar- and
dorsi-ﬂexion, andmovingbetween these settings is achievedby altering
(via microprocessor control) the position of a valve in each hydraulic
cylinder. The settings for plantar- and dorsi-ﬂexion are set to suit each
participant's overground gait. When in the ramp descent mode the
plantar-ﬂexion resistance goes to its second lowest setting and the
dorsi-ﬂexion resistance goes to its second highest. Prior to data collec-
tion participants were familiarised to each foot type by walking on the
level ﬂoor of the laboratory for approximately 20 min. During
‘familiarisation’with the Elan, the hydraulic damping settings were ad-
justed, by systematically altering the levels of damping of both plantar-
and dorsi-ﬂexion; with the ﬁnal settings decided upon using a mixture
of participant feed-back regarding perceived comfort and function, and
Fig. 1. Schematic of the ramp (modular design). The inclinedwalkwaywas2.8m long at a 5 degrees inclination; themiddle of thewalkway had a solid inclinedblockﬁxed on top of a force-
platform. A raised surface (1 m square) at its upper end provided a ‘lead on’ to the decline.
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an Elan used their device's customary settings.
2.4. Data acquisition and processing
Participants completed trials at two speeds: a speed they perceived
to be customary and at a speed they perceived to be comfortable slow.
We included a slow speed because UTAs anecdotally report that walk-
ing down slopes is more difﬁcult at a slow speed; possibly because of
not being able to prevent ‘falling’ forwards over the prosthetic limb dur-
ing single-support. The customary speed trials were always completed
ﬁrst. Trials at each speed, for each foot condition (elastic, MPC, non-
MPC) were completed six times (random order). Participants wore
their own ﬂat-soled shoes and ‘lycra’ shorts. Kinematic and kinetic
data were recorded at 200 Hz using a ten-camera motion capture sys-
tem (Vicon MX, Oxford, UK) and a ﬂoor-mounted force-platform
(AMTI, Watertown, MA, USA). Retro-reﬂective markers were placed as
per previous work (De Asha et al., 2013a). Labelling and gap ﬁlling of
marker trajectories were completed within Nexus software (Vicon,
Oxford, UK). Gap ﬁlling was completed either using ‘pattern ﬁll’ of the
trajectory from another marker attached to the same segment as the
missingmarker, or using the splineﬁll option if ‘patternﬁll’was not pos-
sible. The C3D ﬁles were then exported to Visual 3D motion analysis
software (C-Motion, Germantown,MD, USA),where all further process-
ing was undertaken. Data were ﬁltered using a fourth order, zero-lag
Butterworth ﬁlter with a 6 Hz cut-off. A ‘force structure’ was created
above the force-platform with the exact dimensions of the inclined
solid block, allowing the centre of pressure (CoP) coordinates to be
transformed within Visual 3D from the platform to the top surface of
the ‘force structure’. A CalTester (C-Motion, Germantown, MD, USA)
was used to conﬁrm no error in the transformed determination of CoP
coordinates and force vector orientationwithin the global reference sys-
tem. A nine segment 6DoFmodel (Cappozzo et al., 1995), incorporating
head, thorax/abdomen, pelvis, thighs, shanks and feet, of each partici-
pant was constructed. All anatomical joint centres (both hips, both
knees, and the intact ankle) were determined using a functional joint
centre approach (Schwartz and Rozumalski, 2005). The distal end-
point of the prosthetic shank (‘ankle’) was created on the shank's seg-
mental mid-line, at the same height (consistent across foot types) as
the contralateral intact ankle. The deformations of the foot's ﬂexible
keels, which simulate plantar- and dorsi-ﬂexion, break the assumptions
of rigid segments and pin-joint articulation that are used in a standard
inverse dynamic approach (Geil et al., 2000). Therefore we used the
‘uniﬁed deformable segment’ methodology (Takahashi and Stanhope,
2013; Takahashi et al., 2012), which determines the total (scalar)
power absorbed, returned and dissipated by the prosthetic ankle-foot
device. Joint kinetics at the residual-kneewere determined by assuming
the foot and shank to be a single segmentwith the distal forces acting on
the segment being the ground reaction forces (De Asha et al., 2013b;
Dumas et al., 2009). Initial contact (IC) and toe off (TO) were deﬁned
as the instants the vertical component of the GRF ﬁrst went above or
below 20 N, respectively. Double support (transfer onto the prostheticlimb) was from prosthetic limb IC to intact limb TO. Single-support
was from intact limb TO to IC.
2.5. Data analysis
The following parameters were determined: residual-knee loading
response ﬂexion, and single-support minimum ﬂexion, time to foot-
ﬂat, prosthetic-limb shank mean angular velocity during single-
support, single-support residual-knee moment impulse, and the
single-support negative mechanical work at the residual hip and knee
joints and uniﬁed deformable segment (UDS). Residual-knee loading
response ﬂexion and single-support minimum ﬂexion were deﬁned as
the local maximum and minimum ﬂexion during early stance and
single-support respectively. Time to foot-ﬂat was deﬁned as the time
between IC and the instant the downward velocity of the prosthetic
foot's toe marker became less than 0.1 ms−1. The angular velocity of
theprosthetic shankwasdeﬁned as the rate of rotation of the shank seg-
ment in the sagittal plane. The following integrals were determined for
the prosthetic-limb stance phase: extension moment impulse at the
residual-knee; and the negative work (power integral) at the hip and
knee joints and UDS. Hip and knee work were the integrals of their sag-
ittal plane negative joint powers, and work at the UDS was the integral
of its negative scalar power. All kinetic variables were normalized to
participant's body-weight. All parameters were calculated for each indi-
vidual trial and then averaged across trials to give a mean value at each
speed and foot condition for each participant.
2.6. Statistical analysis
The mean values (which Kolmogorov–Smirnov tests indicated
where normally distributed) were compared using repeated measures
analysis of variance (ANOVA) with ankle type (elastic, MPC hydraulic,
non-MPC hydraulic) and speed-level (slow and customary) as repeated
factors. Where main effects were signiﬁcant post hoc analyses were
conducted using Tukey HSD tests. Statistical analyses were made
using Statistica 6.0 (StatSoft, Inc., Tulsa, OK, USA). The alpha level was
set at 0.05.
3. Results
To investigate if results were affected by a participant's familiarity
with foot design, we repeated our statistical analyses but included
participant's habitual foot (Elan, Echelon VT) as a ‘between factor’ in a
mixed-design ANOVA (again with ankle type and speed level as repeat-
ed factors: note the participant whose habitual foot was a Re-ﬂex Rotate
was included in the Echelon VT sub-group). This analysis indicated that
for all but one of the parameters investigated there were no signiﬁcant
main or interaction effects of habitual foot type sub-group (all P N 0.13).
The one exceptionwas a signiﬁcant sub-group by ankle type interaction
effect (P = 0.008) for residual hip negative work; indicating no differ-
ence between sub-groups for the MPC and non-MPC foot conditions
but an increase in negative hip work for the habitual Elan users and a
Fig. 2. Ensemble group mean stance phase shank angular velocity, residual-knee angular displacement, knee joint power, and UDS power when using the elastic (dotted line), non-MPC
(dashed line), and MPC (solid line) ankle–foot.
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elastic ankle condition. This highlights that familiarity with foot design
had minimal affect on the results presented. Henceforth, therefore, the
results presented are for the participant cohort considered as a single
group.
There were main effects of speed-level (P b 0.001) and ankle type
(P b 0.001) on time to foot-ﬂat. Time to foot-ﬂat was longer at the
slow walking speed and, irrespective of speed level, was shortest for
the elastic foot and longest for the non-MPC foot with differences be-
tween each ankle type being signiﬁcant. There were main effects of
speed-level (P b 0.001) and ankle type (P=0.006) on shank angular ve-
locity (Fig. 2) during single-support (Table 1). Angular velocity was
lower at the slow walking speed and, irrespective of speed level, was
signiﬁcantly lower for the MPC foot than either the non-MPC or elastic
foot, with no signiﬁcant differences between the non-MPC and elastic
feet.
There were main effects of speed-level (P b 0.001) and ankle type
(P= 0.039) on residual-knee loading response ﬂexion (Table 1). Load-
ing response ﬂexionwas increased at the faster walking speed, and irre-
spective of speed-level, was signiﬁcantly reduced when using the MPC
foot than either the non-MPC or elastic foot (Fig. 2). Thereweremain ef-
fects of speed-level (P = 0.024) and ankle type (P b 0.001) on single-
support minimum ﬂexion (Table 1). Single-support minimum ﬂexion
was reduced at the faster walking speed and, irrespective of speed-
level was signiﬁcantly reduced when using the MPC foot than either
the non-MPC or elastic foot (Fig. 2). There was no signiﬁcant difference
in residual-knee loading response ﬂexion or single-support minimum
ﬂexion between the non-MPC and elastic feet (P N 0.77).
There were no signiﬁcant effects of speed-level or ankle type on
residual-knee extension moment impulse (P N 0.75, Table 2). There
was a signiﬁcant effect of ankle type (P b 0.001), but not speed-level
(P=0.84), on negativework at the UDS (Table 2). Therewasmore neg-
ative work done at the UDS when using the MPC foot than either the
non-MPC or elastic foot, and more when using the non-MPC compared
to elastic foot (Fig. 2). There were no signiﬁcant main effects of speed-
level (P=0.45) on negative work done by the residual-knee, but nega-
tive work tended (P=0.083) to be reduced at both speeds when using
the MPC foot compared to the non-MPC or elastic foot (Fig. 2). There
was a main effect of speed-level (P = 0.036) but no effect of ankle
type (P = 0.73) on negative work done by the residual-hip. Negative
work by the residual-hip was increased at the faster walking speed
(Table 2).
4. Discussion
The present study determinedwhether use of amicroprocessor con-
trolled passive-articulating hydraulic ankle–foot device (MPC foot) im-
proved the gait biomechanics of ramp descent in UTAs in comparison to
using feet with non-adaptive ‘ankle’ articulation mechanisms (non-Table 1
Group mean (SD) time to ‘foot-ﬂat’, mean angular velocity of shank, residual-knee loading resp
feet at slow and customary speeds. Statistically signiﬁcant differences are highlighted in bold.
Slow
MPC hydraulic Non-MPC hydraulic Elastic
Time to ‘foot-ﬂat’ (s) 0.195 (0.016) 0.212 (0.026) 0.170 (
Mean shank angular velocity (° s−1) 63.8 (12.5) 70.4 (14.5) 70.8 (
Loading response ﬂexion (°) 18.0 (5.4) 21.3 (6.1) 21.7 (
Single support minimum ﬂexion (°) 10.8 (7.7) 16.7 (7.6) 17.4 (MPC, elastic). Results indicate that foot-ﬂat was attained most quickly
when participants used the elastic foot, and second quickest when par-
ticipants used the MPC foot. The subsequent forwards shank rotation
velocity during single-support was slowestwith theMPC foot with sim-
ilar forwards shank velocities when using the other two feet. An in-
crease in negative work done at the UDS when using the MPC foot
compared to either the non-MPC or elastic foot, was likely the cause of
the reduced shank velocity. These ﬁndings support our ﬁrst hypothesis.
In addition, results indicate that residual-knee ﬂexion during early
stance was reduced and there was a trend towards reduced negative
mechanical work at the residual-knee with no difference in residual-
knee moment impulse when using the MPC foot, in comparison to
that using either the non-MPC or elastic foot. These ﬁndings partially
support our second hypothesis.
UTAs often anecdotally report the sensation of the residual knee
being ‘thrown’ or ‘pushed’ forwards when descending ramps using a
non-articulating ankle–foot device. This sensation, of the residual knee
being forced into increased ﬂexion, is no doubt a result of difﬁculty ex-
perienced, and/or the compensations required, in achieving foot-ﬂat
when using a non-articulating ankle–foot device (Vickers et al., 2008;
Vrieling et al., 2008). Previous research has shown that UTAs report per-
ceiving ramp descent becoming ‘easier’ when using an elastically artic-
ulating (MultiFlex type), compared to non-articulating device (Su et al.,
2010), or report feeling ‘safer’ descending a ramp using a foot that is
‘pushed’ into a plantar-ﬂexed position during swing (Fradet et al.,
2010). Together, these ﬁndings would suggest that attainment of
prosthetic-limb foot-ﬂat is a crucial event in ramp descent for UTAs. In
the present study, time to foot-ﬂat was shortest when using the elastic
foot and longest when using the non-MPC foot, but importantly, the
time was reduced when using the MPC foot compared to non-MPC
foot. This highlights that the hydraulic plantar-ﬂexion resistance follow-
ing initial contact must have been reduced when using the MPC com-
pared to non-MPC foot (as it is designed to be when in its ‘ramp
descent’ mode). Once foot-ﬂat is attained, the MPC foot is designed
(when in ‘ramp descent’ mode) to be at the second highest dorsi-
ﬂexion resistance setting in order to control forwards shank rotation
as body weight is transferred onto and over the prosthetic foot. In con-
trast, when using a non-MPC foot ‘ankle’ dorsi-ﬂexion control is the
same as that for level ground gait. When using an elastic foot, the
plantar-ﬂexed position of the foot at foot-ﬂat means the rubber ball-
joint would exert a forwards ‘pull’, via elastic recoil, to bring the shank
back to its neutral position relative to the foot (at which point it hits
the ‘hard stop’ within the mechanism). Subsequent resistance to
dorsi-ﬂexion would occur solely due to the stiffness of the forefoot
keel. In the present study, residual-knee ﬂexion during early stance
was reduced when using the MPC foot compared to the other two
feet. This reduced ﬂexion at the residual-knee when using the MPC
foot, was likely driven by a combination of reduced plantar-ﬂexion
resistance, allowing the foot to reach foot-ﬂat sooner, followedonse ﬂexion and single-support minimum ﬂexion when using MPC, non-MPC and elastic
Customary P value
MPC hydraulic Non-MPC hydraulic Elastic
0.019) 0.172 (0.016) 0.180 (0.020) 0.150 (0.021) Speed b 0.001
Foot b 0.001
Int. 0.058
11.4) 85.1 (15.6) 91.2 (14.6) 92.0 (19.9) Speed b 0.001
Foot 0.006
Int. 0.96
5.1) 21.8 (4.7) 24.7 (5.3) 24.4 (5.3) Speed b 0.001
Foot 0.039
Int. 0.57
6.7) 7.1 (7.4) 12.1 (9.3) 13.4 (6.2) Speed 0.024
Foot b 0.001
Int. 0.94
Table 2
Groupmean (SD) residual-knee extensionmoment impulse, and the negativework done at the uniﬁed deformable segment (UDS) and at the residual knee and hipwhen usingMPC, non-
MPC and elastic feet at slow and customary speeds. Statistically signiﬁcant differences are highlighted in bold.
Slow Customary P value
MPC hydraulic Non-MPC
hydraulic
Elastic MPC hydraulic Non-MPC
hydraulic
Elastic
Residual-knee ext moment impulse (Nm s kg−1) 0.010 (0.007) 0.010 (0.016) 0.001 (0.009) 0.011 (0.018) 0.012 (0.021) 0.009 (0.007) Speed 0.75
Foot 0.94
Int. 0.83
UDS negative work (J kg−1) −0.158 (0.085) −0.114 (0.041) −0.088 (0.039) −0.143 (0.052) −0.125 (0.055) −0.088 (0.017) Speed 0.84
Foot b 0.001
Int. 0.29
Residual-knee negative work (J kg−1) −0.004 (0.004) −0.010 (0.012) −0.019 (0.028) −0.011 (0.012) −0.019 (0.018) −0.017 (0.011) Speed 0.45
Foot 0.083
Int. 0.33
Residual-hip negative work (J kg−1) −0 .010 (0.005) −0.015 (0.011) −0.018 (0.009) −0.026 (0.022) −0.022 (0.021) −0.026 (0.014) Speed 0.036
Foot 0.73
Int. 0.37
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sively controlled) the forwards shank rotation occurring during pros-
thetic limb single-support. This was evidenced by the signiﬁcantly
reduced forwards shank angular velocitywhen using theMPC foot com-
pared to other two feet. Therewas also signiﬁcantlymore negativework
done by the ankle-foot device (i.e. at the UDS) during single-support
when using the MPC foot compared to the other two ankle types, and
greater for the non-MPC compared to elastic foot. This increase in neg-
ative work suggests the ‘plantar-ﬂexion knee extension couple’ effect
was greater when using the MPC compared to non-MPC or elastic
foot, and greater for both hydraulic ankle-foot conditions compared to
the elastic foot condition. This likely explains why there was a trend
(P = 0.083) towards a reduction in negative mechanical work done at
the residual-knee when using the MPC foot: i.e. because the device
(i.e. the UDS) absorbed more mechanical power, the residual-knee did
not have to absorb as much. The above results suggest that stance-
phase dynamic stability was better using the MPC foot compared to
the other two foot types. To determine further how dynamic stability
was affected by foot type, we retrospectively determined themean for-
wards (A–P) centre of pressure (CoP) velocity during single-support.
This analysis found that CoP velocity was lower for the slow compared
to customary speed level (P b 0.001), but there was no main effect of
foot type (P = 0.078). However, there was a signiﬁcant speed-level by
ankle type interaction (P = 0.006). This interaction indicated that
mean CoP velocity was signiﬁcantly lower for the MPC compared to
non-MPC and elastic feet at the slow speed level, while at the customary
speed level, mean CoP velocity was again lower for the MPC foot but
only compared to the non-MPC foot.
During overground gait, when using a rigid or elastically articulating
ankle–foot device, there is typically a small burst of positive ‘ankle’
power during early stance, which is likely due to elastic recoil of the
heel-keel (De Asha et al., 2013b). This energy return cannot aid propul-
sion as it occurs early in the stance phase, and may in fact exacerbate
early heel rise—a common issue for UTAs. Such ‘inappropriately’ timed
energy return has been shown to become reduced when participants
switch to using a hydraulic ankle–foot device (De Asha et al., 2013b).
During rampdescent such energy return from the heel could potentially
contribute to increasing forwards shank rotation and hence knee ﬂex-
ion. In the present study, there was a burst of UDS positive power in
early stance when using the elastic foot, which was not evident when
using either the MPC or non-MPC feet (Fig. 2). This positive power
burst would be due to energy being returned by recoil of the heel-
keel, which must have been dissipated within the hydraulic ‘ankle’
mechanism when using the MPC or non-MPC feet. This highlights, “in
a nutshell”, one of the advantages of viscoelastic ankle–foot devices
over elastic devices.
When walking down ramps, knee ﬂexion during early stance has
been shown to be increased in UTAs compared to that when walkingoverground (Fradet et al., 2010; Vickers et al., 2008; Vrieling et al.,
2008). This increased knee ﬂexion helps the prosthetic foot attain a
foot-ﬂat position but potentially also reduces residual-knee stability
during prosthetic limb stance because of the increased load it places
on the residuum (Vickers et al., 2008). During overground walking,
UTAs have been found to employ co-contraction of the residual-limb
hamstrings and quadriceps, in order to stabilise the residual-knee
(Isakov et al., 1996, 2000), and the amplitude of the associated muscle
contraction becomes increased when walking down slopes (Vickers
et al., 2008). Such co-contractions contribute, in overground gait, to
UTAs having higher metabolic costs compared to the able-bodied
(Barth et al., 1992), and thus the metabolic costs are presumably in-
creased further for ramp descent. In the present study, the reduced
residual-knee ﬂexion during early stance and trend towards reduced
negative mechanical work at the residual-knee when using the MPC
foot compared to the other two feet, suggests there could potentially
be a metabolic saving when descending ramps using a MPC foot com-
pared to non-MPC or elastically articulating feet. However, the MPC
foot weighs approximately 0.3 kg more than the non-MPC foot which
is 0.5 kg more than the elastic foot. Thus any stance-phase savings in
metabolic costs may be negated because of higher swing-phase meta-
bolic costs associated with a change in mass distribution (Lehmann
et al., 1998) but future work is required to conﬁrm this.
There were a number of limitations to the present study. With only
one force platform within the ramp system, only trials where the pros-
thetic limb landed on the force platform were undertaken. Expanding
the protocol to include trials inwhich the intact limb landed on the plat-
form would have increased the likelihood of participants becoming fa-
tigued. We chose to remotely ‘trigger’ the MPC foot into its ‘ramp
descent’ mode using Bluetooth connection to the device. Although this
is not what would happen when such a device is used in the ‘real
world’, we felt that it wasmore important to assess the effects of the hy-
draulic resistance alterations associatedwith thedevice's ‘rampdescent’
mode, rather than to test if and when switching to this mode occurred.
All participants were familiarised to using either an Elan or Echelon VT
foot, both of which are hydraulic ankle–foot devices. Although we
found that the type of habitual foot participants used hadminimal effect
on results, having only 20 min to become familiar with the non-
hydraulic Epirus foot, maymean the issue of familiarity is a confounding
factor. The relatively short familiarisation period may explain why cer-
tain parameters investigated returned relatively high group standard
deviation values (Tables 1 and 2). Finally, there was no comparison of
ramp-descent with a non-articulating (rigid ankle) prosthetic ankle–
foot. This was because it was felt that a fourth foot condition would be
problematic due to potential fatigue issues for participants, and/or
that the biomechanical compensation required when using such feet
might have ‘carry-over’ effects to the other foot conditions, particularly
as all participants habitually used an articulating ankle–foot device. It
170 V. Struchkov, J.G. Buckley / Clinical Biomechanics 32 (2016) 164–170would be expected that the time to foot-ﬂat would be longer when
using a non-articulating ankle–foot than for any of the three attach-
ments used in the present study, due to the requirement of having to in-
crease residual-knee ﬂexion to achieve foot-ﬂat when using such feet
(Fradet et al., 2010; Vickers et al., 2008); although future work would
need to conﬁrm this.
Conﬂicts of interest
None.
Acknowledgments
Vasily Struchkov is part-funded by an EPSRC (EP/P504821/1) doc-
toral training award. The authorswould like to thank Chas. A. Blatchford
and Sons Ltd. for providing the prosthetic devices used during this
study. Chas. A. Blatchford and Sons Ltd. had no role in the study design;
in the collection, analysis and interpretation of data; in the writing of
the manuscript; and in the decision to submit the manuscript for
publication.
References
Agrawal, V., Gailey, R.S., Gaunaurd, I.A., O'Toole, C., Finnieston, A., Tolchin, R., 2015. Com-
parison of four different categories of prosthetic feet during ramp ambulation in uni-
lateral transtibial amputees. Prosthetics Orthot. Int. 39, 380–389.
Barth, D.G., Schumacher, L., Sienko, S., 1992. Gait analysis and energy cost of below-knee
amputees wearing six different prosthetic feet. J. Prosthet. Orthot. 4, 63–75.
Cappozzo, A., Catani, F., Croce, U.D., Leardini, A., 1995. Position and orientation in space of
bones during movement: anatomical frame deﬁnition and determination. Clin.
Biomech. 10, 171–178.
Darter, B.J., Wilken, J.M., 2014. Energetic consequences of using a prosthesis with adaptive
ankle motion during slope walking in persons with a transtibial amputation. Pros-
thetics Orthot. Int. 38, 5–11.
De Asha, A.R., Johnson, L., Munjal, R., Kulkarni, J., Buckley, J.G., 2013a. Attenuation of
centre-of-pressure trajectory ﬂuctuations under the prosthetic foot when using an
articulating hydraulic ankle attachment compared to ﬁxed attachment. Clin.
Biomech. 28, 218–224.
De Asha, A.R., Munjal, R., Kulkarni, J., Buckley, J.G., 2013b. Walking speed related joint ki-
netic alterations in trans-tibial amputees: impact of hydraulic ‘ankle’ damping.
J. Neuroeng. Rehabil. 10, 107.
De Asha, A.R., Munjal, R., Kulkarni, J., Buckley, J.G., 2014. Impact on the biomechanics of
overground gait of using an ‘Echelon’ hydraulic ankle–foot device in unilateral
trans-tibial and trans-femoral amputees. Clin. Biomech. 29, 728–734.Dumas, R., Cheze, L., Frossard, L., 2009. Loading applied on prosthetic knee of transfemoral
amputee: comparison of inverse dynamics and directmeasurements. Gait Posture 30,
560–562.
Fey, N.P., Klute, G.K., Neptune, R.R., 2013. Altering prosthetic foot stiffness inﬂuences foot
and muscle function during below-knee amputee walking: a modeling and simula-
tion analysis. J. Biomech. 46, 637–644.
Fradet, L., Alimusaj, M., Braatz, F., Wolf, S.I., 2010. Biomechanical analysis of ramp ambu-
lation of transtibial amputees with an adaptive ankle foot system. Gait Posture 32,
191–198.
Geil, M.D., Parnianpour, M., Quesada, P., Berme, N., Simon, S., 2000. Comparison of
methods for the calculation of energy storage and return in a dynamic elastic re-
sponse prosthesis. J. Biomech. 33, 1745–1750.
Isakov, E., Burger, H., Gregoric, Marincek, C., 1996. Isokinetic and isometric strength of the
thigh muscles in below-knee amputees. Clin. Biomech. 11, 232–235.
Isakov, E., Keren, O., Benjuya, N., 2000. Trans-tibial amputee gait: time-distance parame-
ters and EMG activity. Prosthetics Orthot. Int. 24, 216–220.
Johnson, L., De Asha, A.R., Munjal, R., Kulkarni, J., Buckley, J.G., 2014. Toe clearance when
walking in people with unilateral transtibial amputation: effects of passive hydraulic
ankle. J. Rehabil. Res. Dev. 51, 429–437.
Lehmann, J.F., Price, R., Okumura, R., Questad, K., de Lateur, B.J., Négretot, A., 1998. Mass
and mass distribution of below-knee prostheses: effect on gait efﬁcacy and self-
selected walking speed. Arch. Phys. Med. Rehabil. 79 (2), 162–181.
Perry, J., Boyd, L.A., Rao, S.S., Mulroy, S.J., 1997. Prosthetic weight acceptance mechanics in
transtibial amputees wearing the Single Axis, Seattle Lite, and Flex Foot. IEEE Trans.
Rehabil. Eng. 5, 283–289.
Portnoy, S., Kristal, A., Gefen, A., Siev-Ner, I., 2012. Outdoor dynamic subject-speciﬁc eval-
uation of internal stresses in the residual limb: hydraulic energy-stored prosthetic
foot compared to conventional energy-stored prosthetic feet. Gait Posture 35,
121–125.
Schwartz, M.H., Rozumalski, A., 2005. A newmethod for estimating joint parameters from
motion data. J. Biomech. 38, 107–116.
Silverman, A.K., Neptune, R.R., 2012. Muscle and prosthesis contributions to amputee
walking mechanics: a modeling study. J. Biomech. 45, 2271–2278.
Su, P.F., Gard, S.A., Lipschutz, R.D., Kuiken, T.A., 2010. The effects of increased prosthetic
ankle motions on the gait of persons with bilateral transtibial amputations. Am.
J. Phys. Med. Rehabil. 89, 34–47.
Takahashi, K.Z., Stanhope, S.J., 2013. Mechanical energy proﬁles of the combined ankle–
foot system in normal gait: insights for prosthetic designs. Gait Posture 38, 818–823.
Takahashi, K.Z., Kepple, T.M., Stanhope, S.J., 2012. A uniﬁed deformable (UD) segment
model for quantifying total power of anatomical and prosthetic below-knee struc-
tures during stance in gait. J. Biomech. 45, 2662–2667.
Vickers, D.R., Palk, C., McIntosh, A.S., Beatty, K.T., 2008. Elderly unilateral transtibial ampu-
tee gait on an inclined walkway: a biomechanical analysis. Gait Posture 27, 518–529.
Vrieling, A.H., van Keeken, H.G., Schoppen, T., Otten, E., Halbertsma, J.P., Hof, A.L., Postema,
K., 2008. Uphill and downhill walking in unilateral lower limb amputees. Gait Posture
28, 235–242.
